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Certificate No. 7D202206181164

E3 2771

Client SRR R IR

E3 2y apiihilg

Address EBHRCXEUNACEE11995 88 714

BB &R 11

Description SRR

BISHIG

Model/Type BX-PH3

HhEr

Manufacturer ESHREROERAE

HIms ERRS

Serial No. CGQ-2022022025 Asset No. /
HmiRICEER

Date of Receipt 2022-06-18

BAEEHR

Date of Calibration 2022-06-18

HEA - 2 .- 2=

Approved Signatory

HiZ: o2 }z

Inspected by

B‘E;E : W
Tested by Bt =

(stamp)

b - RERImERXKEXTER AR KRR FHA X301

Add : Room 301, Building 4, New Development Area, East Zone, Baishixia Community, Fuyong Sub-
District, Bao'an District,Shenzhen,Guangdong, China

E3iE (Tel ) : 0755-29888158 MPIB4RES ( Post Code ) : 518103

{8 (Fax ) :0755-29796107
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DIRECTIONS OF CALIBRATION

JEHE%mE: ZD202206181164
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Certificate No.

Page of

1AL = HBREIEY Al REERIT R,
( All data issued by ZD Test are traced to National Primary Standards.)
QARSI ZRBNEERERY , NBEREHEELN TIFA KRR,

( The results is ONLY valid for the tested sample,please feedback to us within 15 working days if you have any
question.)

3ANIEBRSEAHE—E  EBIRIEH | BRHERIEBRA{ER.

( Each certificate has a unique number.If replaced the certificate,the original certificate will be invalid once the new
certificate number is issued.)

AEBFIERARIFRE, HIEER , (WMSE  Hop "P" 3R "Pass” , "F" & "Fail" .
(In the datasheet,MPE & determination is only for reference,"P"represents"Pass"and"F"represents"Fail".)
5. RNIRIERIRARIESIRIADTRIBES B | B EENABRBIAT.

( Reference documents and Accredited Scopes for Calibration,Beyond the Scope has not been accredited.):

GB12358-2006 ({FIARTMESIAENIIRE(ERRAZERK)

6. R EENEFRE ( Main Standards of Measurement Used in the Calibration.):

BIR/ES wmS RS BRHAE FRAFHE
Description/Model Serial No. Certificate No. Due Date Technique Character
K5 HZBST-0027 GBW(E)060819 2023-01-02 /
o MQ/2068941-1 213104266 2022-10-13 BIE)iERE : U=0.01s , k=2
(1~3600)s
7 RO, FMESY ( Place and environmental conditions of the calibration)
M . Pl 21 °C BXEE 50 %
Place Temperature Relative Humidity
8 BINERAIIB)EE : 12 R, EeRAARIESSMER B EIRE,

Suggested calibration interval is 12 month or it can be altered depending on the actual usage of the user.
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Result of Calibration
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Certificate No.

1. MR ZEpHEAEEER (Appearance & Interaction) :

SHEIE  (Alignment Project) RELEER (Calibration result)
HMNRR 45K ( Appearance and structure ) BEEK (Pass)
trerlimR ((Logo and logo ) FFEESK (Pass)
J@EE R E ( Electricity Inspection ) FFaEK (Pass)
2. IRENEERIREGNE(E(Alarm and alarm value):
REINRE REMEE &Zie
(Alarm function) (Alarm action value) ( Conclusion )
(Normal) ( ppm ) (Pass/Fail)
IEE 0.3 P
3. (Y& ~EiIRZE(Indication erro ):
SRE ~MEIRE KARtEIR &g
(Standard gas concentration) (Error) (Limit) ( Conclusion )
( ppm) (%FS) (%FS) (Pass/Fail)
5.0 -0.8 P
10.0 -1.2 15 P
20.0 -1.6 P
4, EE(Repeatability ):
RSIRE =52 7N i=Tan Zie
(Standard gas concentration) (Repeatability) (Limit) ( Conclusion )
( ppm) (%) (%) (Pass/Fail)
10 0.5 <2 P
5. WMRZATE ( Response time):
SRE SEE KARtEIR &g
(Standard gas concentration) | (Average value) (Limit) ( Conclusion )
( ppm ) (s) (s) (Pass/Fail)
10 22.85 <60 P
&iF
Notes :

KT NELERAHEERNR
(Directions of measurement uncertainty in the calibration)
144 - JJF1059.1-2012 WEFREETFESER |
(Reference Document : JJF1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
2 ARNELERAGT BAHAER (The expanded uncertainty of the measurement ) : U ,=1.8% , k=2

(LAF=H)
(The below is blank. )
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